1 3 2 7 t e c H n i c a L r e P O r t S Advances in biosensor technologies for in vitro diagnostics have the potential to transform the practice of medicine. Despite considerable work in the biosensor field, there is still no general sensing platform that can be ubiquitously applied to detect the constellation of biomolecules in diverse clinical samples (for example, serum, urine, cell lysates or saliva) with high sensitivity and large linear dynamic range. A major limitation confounding other technologies is signal distortion that occurs in various matrices due to heterogeneity in ionic strength, pH, temperature and autofluorescence. Here we present a magnetic nanosensor technology that is matrix insensitive yet still capable of rapid, multiplex protein detection with resolution down to attomolar concentrations and extensive linear dynamic range. The matrix insensitivity of our platform to various media demonstrates that our magnetic nanosensor technology can be directly applied to a variety of settings such as molecular biology, clinical diagnostics and biodefense.
Medical decision making is increasingly based on molecular testing; quantitative detection of disease-specific proteins in serum and other bodily fluids forms the foundation of many diagnostic tests to direct therapy in diverse areas of clinical medicine [1] [2] [3] [4] [5] . Current methods for protein detection, however, are limited by their sensitivity, multiplexing capacity or, most importantly, uncontrollable response to the composition of complex biological samples. Detection across varied samples is crucial; for instance, a urologist may provide urine, a neurologist cerebrospinal fluid, a cardiologist blood or an oncologist cell lysates. The diversity of such matrices has hindered the generalizability and sensitivity of the majority of protein detection platforms, thus greatly reducing their clinical utility. Here we present a magnetic nanosensing protein detection technology that overcomes the problems associated with other methodologies.
In the vast majority of protein detection platforms, the binding event of a protein to a specific recognition molecule must be detected with a signal transducer. In ELISAs, protein microarrays 6, 7 and quantum dot 8 detection platforms, the readout is based on a fluorescent or colorimetric signal. Inherent autofluorescence or optical absorption of the matrix of many biological samples or reagents becomes a major limiting factor. Similarly, nanowires 9 , microcantilevers 10 , carbon nanotubes 11 and electrochemical biosensors 12 rely on charge-based interactions between the protein or tag of interest and the sensor, making each system unreliable in conditions of varying pH and ionic strength. Even a 0.14 M salt solution (similar to human serum) has sufficient Debye screening to shield nanowires from detecting protein binding events 13 . Accordingly, these sensors require the samples to be presented in pure water or precisely controlled salt solutions, an unrealistic requirement for practical settings. For nanowires to detect proteins in serum samples, for example, desalting steps must be performed before detection 9 . Therefore, making the transition from highly sensitive protein detection in an ideal salt solution in the laboratory to diverse biological matrices in the clinical realm has been challenging.
The matrices of even the most complex biological samples lack a detectable magnetic background signal and do not interfere with the magnetic transduction mechanism. Therefore, a magnetic field-based detection platform is well suited for protein detection in clinical samples. Giant magnetoresistive (GMR) sensors, which were originally developed for use as read heads in hard-disk drives, are multilayer thin-film structures that operate on the basis of a quantum mechanical effect, wherein a change in the local magnetic field induces a change in resistance of the sensor [14] [15] [16] . Here we show a matrix-insensitive protein detection assay in which an array of GMR sensors (Fig. 1a-c) is used to detect binding events of proteins to arrays of surface-bound antibodies with the use of magnetic nanoparticle tags [17] [18] [19] [20] [21] [22] [23] and in real time 24 . Our technology employs a 'sandwich' assay in which the target antigen is sandwiched between two antibodies, one bound to the sensor and the other tagged with a superparamagnetic nanoparticle. Under an external magnetic field, the nanoparticles magnetize, and their presence or absence can be detected by the underlying t e c H n i c a L r e P O r t S GMR sensor (Fig. 1d-h ). Using chips measuring 1.2 cm × 1 cm, each containing an array of 64 GMR sensors, we show rapid, multiplex protein detection with a linear dynamic range of over six orders of magnitude for a diverse range of biological fluids.
RESULTS

Performance characteristics
To evaluate the sensitivity and dynamic range of our assay, we compared calibration curves generated using our magnetic nanosensor arrays to ELISA, the current gold standard in protein detection (Fig. 2) . Here we decided to detect carcinoembryonic antigen (CEA), a wellknown colon and breast cancer tumor marker, spiked into a solution of 0.1% BSA in PBS. To obtain high specificity, we immobilized a monoclonal capture antibody on a sensor surface, and, to increase the signal, we used a biotinylated polyclonal detection antibody to subsequently capture streptavidin-coated magnetic nanoparticle tags. In both the ELISA and the magnetic nanosensor assay, we used the same capture and detection antibodies (for the ELISA, the tag was streptavidin-horseradish peroxidase). We found quantitative protein detection down to the single-femtomolar (10 −15 ) level without the need for amplification (Fig. 2a) . Furthermore, after only a single amplification step, where we tethered several magnetic tags to the originally captured magnetic tag, we were able to distinguish concentrations as low as 50 attomolar (10 −18 ) above background ( Fig. 2b) (P < 0.05). This places magnetonanosensors on par with the most sensitive biosensors. In addition, an examination of these data shows that our magnetic nanosensors have linear calibration curves (on a log-log plot) over a range of six orders of magnitude (Fig. 2a) . In contrast, when testing the same antibody pairs by ELISA, the linear dynamic range was approximately two orders of magnitude, with a lower limit of detection around 1-5 pM (10 −12 ), demonstrating that our sensors are over 1,000 times more sensitive than ELISA. We obtained similar performance characteristics for detection of lactoferrin, a urinary marker of urinary tract infections (Supplementary Fig. 1 ) 25 .
Sensor response to pH and temperature
In laboratory settings, exceptionally sensitive protein detection has been documented using a variety of nanosensing technologies, such as nanowires 26 , microcantilevers 10 , carbon nanotubes 11 and biobarcode assays 27 . A more substantial challenge, however, is the application of t e c H n i c a L r e P O r t S such sensitive protein detection to biological samples in nonideal situations. Therefore, we investigated the performance of our magnetonanosensors for diverse media. To our knowledge, such a broad study has never been reported before for any nanosensor.
We first investigated how the sensor itself (before addition of the detection antibody) responds to various reaction conditions, including pH, temperature and turbidity. In contrast to nanowires, in which a change of 0.5 pH causes considerable signal fluctuations 13 , our sensing technology was unaffected by changes in ionic strength and pH change between pH 4-10 ( Fig. 3a) . In addition, unlike microcantilevers, for which even a 0.5 °C change causes substantial cantilever deflection 28 , our sensors are unaffected by changes in the temperature of our sample (Fig. 3b) , provided that we implement a simple temperature correction algorithm that is performed in real time without having to rely on reference sensors (details are described in Supplementary Fig. 2 ). Finally, optical activity or turbidity of sample solutions had no effect on our detection platform, as it does not use optical-based detection methods as do ELISAs, protein microarrays and quantum dots.
Assay generalizability and reproducibility
We next investigated the device's generalizability for diverse media by comparing CEA and vascular endothelial growth factor (VEGF) detection in PBS to their respective detection in mouse serum, a more complex matrix. Detection signals were remarkably similar in the two media over the entire range of protein concentrations tested (Fig. 3c,d) . Furthermore, the 0 ng ml −1 analyte controls in both PBS and serum yielded the same minute signal (Fig. 4) , indicating that the complexity of the serum matrix did not contribute any measurable background noise to our sensors. These were the first major steps in confirming a matrix-insensitive detection platform.
We also investigated the sensor-to-sensor and chip-to-chip reproducibility. We monitored 4-16 sensors and compared experiments performed weeks to months apart. Real-time change in voltage-versustime measurements recorded on our sensors showed reproducible signals in virtually every condition tested (Supplementary Fig. 3 ). Finally, we performed a direct comparison between quantitative protein detection by ELISA and by magnetonanosensors. Our experimental results showed a remarkably similar ability of the two platforms to quantify the concentration of a given protein in an unknown sample at the relatively high concentrations needed for ELISA, further demonstrating the precision of our technology (Supplementary Fig. 4 ).
Multiplex tumor marker detection across many biological fluids
We next applied our magnetonanosensors to simultaneously monitor real-time binding events of multiple tumor markers in a number of biological fluids. We functionalized magnetosensors with antibodies to a representative panel of tumor markers. We analyzed a total of ten reaction conditions simultaneously in quadruplicates, making up a total of 40 sensors per reaction well. We spotted primary antibodies to lactoferrin, survivin, CEA, VEGF, epithelial cell adhesion molecule (EpCAM), granulocyte colony-stimulating factor (G-CSF), tumor necrosis factor-α (TNF-α) and eotaxin over four unique sensors per chip (we chose these markers to show the diversity and multiplex capacity of our technology, and they are not specific to any one disease process). Additionally, we functionalized four sensors in the array with BSA as negative control to measure nonspecific binding, and we deposited four sensors in the array with epoxy to monitor any systematic fluctuations in the electronics. We made replicas of this chip and tested them in PBS (pH 7.4), mouse serum, lysis buffer (pH 8.0), human urine (pH 5.15), human saliva and human serum (Supplementary Fig. 5 shows an illustration of the general experimental setup for each chip and the results from a human serum study).
We observed that when we introduced 10 ng ml −1 of each tumor marker in PBS, mouse serum or lysis buffer, we obtained virtually identical signals for each protein across the three media (Fig. 4a) . Unfortunately, two signals are not shown, owing to sensor corrosion caused by inadvertent sensor contact during antibody spotting. In the majority of the experiments, the spiked serum samples produced considerably lower s.d. than both PBS and lysis buffer (Fig. 4b) . In addition, the 0 ng ml −1 control, BSA negative control and noncomplementary capture antibody negative control tests in each media gave negligible signals (Fig. 4b) . These results indicate that the more complex matrices of mouse serum and lysis buffer had no effect on the background signal.
We were also able to perform protein detection in human serum, human urine and human saliva. Because these samples were human, 
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however, basal levels of human proteins were present in the matrix before the addition of 10 ng ml −1 of each marker. Therefore, we expected to see a higher signal when compared to PBS, mouse serum and lysis buffer experiments (all of which lacked human proteins before introducing 10 ng ml −1 of each protein). For example, the basal concentration of CEA in a healthy urine sample is typically around 20 ng ml −1 , leading our CEA detection signal to be appropriately higher than we would expect from previously discussed samples containing only the 10 ng ml −1 spiked CEA (Fig. 4b) 29 . Therefore, although we used nonhuman biological fluids for demonstration purposes, the same protein detection capabilities extend to human fluids. We were even able to quantitatively detect spiked proteins in the complex matrix of human saliva (Fig. 4b) . However, the protein signals were systematically lower for all analytes, with the exception of lactoferrin. Owing to the high protease content, the higher viscosity of the sample (requiring longer diffusion times for the magnetic nanoparticles) or both, we observed lower signals. The lactoferrin signal, in contrast, was elevated because the basal concentration of lactoferrin in human saliva is approximately 5 µg ml −1 , as it has a major role in the innate immune system in the human mouth 30 .
Multiplex detection of human colorectal cancer in mouse models
A compelling application of our magnetic nanosensing technology is for multiplex profiling over time of blood tumor markers in individuals with cancer. Rapid, sensitive and multiplex diagnostic tools for monitoring the progression of tumors will have a high impact not only in clinical diagnostics but also in biomedical research for investigating key components in signaling pathways involved in tumor growth, invasion and malignant transformation, as well as in monitoring response to therapies. Accordingly, we determined the ability of our system to monitor dynamic changes of CEA, VEGF and EpCAM in a human colorectal cancer xenograft mouse model. First, we drew blood samples from each mouse before transplantation and analyzed them to investigate antibody cross-reactivity and to establish a background signal. On days 9, 18 and 21, we measured the tumor volumes and drew blood samples. Subsequently, we generated plots of the absolute CEA concentration over time as the tumor grew (Fig. 5a) . We observed that after tumor inoculation, human CEA concentrations in each mouse consistently increased over time from 2 fM to 300 fM, indicating a strong correlation between tumor progression and the amount of human CEA in mouse serum. (Not all mice were analyzed for the entire time, as some mice had to be killed before day 21 as a result of tumor burden.) When we ran aliquots from the same samples on an ELISA, however, CEA was consistently below the limit of detection (1-5 pM). The EpCAM concentration remained consistently low or undetectable throughout the experiment, whereas VEGF abundance decreased over the first few time points and then spiked on the last day (Fig. 5b,c) . Therefore, as expected, we found CEA to be a useful marker for monitoring tumor growth in our mouse model. The concentration of EpCAM and VEGF, however, remained relatively flat as the tumor grew, indicating that neither marker is useful in predicting tumor burden for this colorectal cancer cell line. In this study, we were able to show that magnetonanosensors are capable not only of determining the most clinically relevant tumor markers in a given panel, but also of monitoring minute fluctuations of chosen markers over time in a complex biological fluid, which was not possible with conventional methods. When evaluating a multiplex protein detection platform, the linear dynamic range is equally as important as the sensitivity and robustness to diverse matrices. Currently, a major limitation to clinically relevant multiplex protein detection is a small linear dynamic range. Technologies such as the biobarcode assays 27 , carbon nanotubes 31 , nanowires 32 , protein microarrays 6 , quantum dots 8 and ELISAs have all been reported to be limited in this way. In the biobarcode assay, for example, although exceptionally sensitive protein detection is possible, the technology relies on scanometric detection that saturates at higher signals 27 . Therefore, when investigating proteins of interest present at low concentrations with the biobarcode assay and others, one sacrifices the ability to simultaneously detect proteins present at concentrations only two orders of magnitude higher. For singleplex experiments, this may not be a major constraint, as the assay can be tediously rerun or performed with serial dilutions. However, when attempting to perform multiplex protein detection in biological fluids, where the protein concentrations may vary markedly depending on the marker of interest or between patients, a small linear dynamic range is a major limitation. With magnetonanosensors, however, even with sensitive protein detection, the signal does not saturate at six-log higher protein concentrations. Thus, the large linear dynamic range enables simultaneous quantitative protein detection of markers present at femtomolar concentrations and one million times higher (in the nanomolar concentration range).
The potential applications of our matrix-insensitive technology are numerous. For example, in clinical oncology, monitoring dynamic changes in tumor markers in both blood and cell lysates represents the future of cancer diagnostics. The ability to investigate an entire panel of markers, present at a wide range of concentrations, will arm physicians with the tools to make time-sensitive diagnoses of malignant diseases currently difficult to detect at a curable stage. Furthermore, the potential applications of our device in monitoring tumor response to chemotherapy are equally promising. By studying changes in tumor marker expression profiles before and after chemotherapy, physicians may be able to use our magnetonanosensors to predict tumor response to a given therapy before any detection is possible by existing imaging technologies. Such an advance could limit the undesirable side effects of an ineffective therapy and facilitate a more timely adjustment of medication to attack elusive tumors. Furthermore, the combination of the improved sensitivity, expanded linear dynamic range and matrix insensitivity of the assay will enable biomarker detection in nonserum biological fluids including urine and saliva, in which biomarker concentrations are typically orders of magnitude lower than in serum but which are less invasive to obtain.
Many potential applications of our technology exist beyond the clinical realm. Selection of the highest affinity drugs, antibodies or aptamers can be easily performed with this assay. By simply immobilizing a unique analyte recognition molecule on a unique sensor and monitoring the sensor in real time, researchers can deduce binding events and kinetic information. As a result, the recognition molecules with the highest association constants can be easily chosen after running one simple assay. In addition, due to the high sensitivity and real-time monitoring capabilities, the array can provide researchers with the unique ability to observe protein expression and proteinprotein interactions with high spatial and temporal resolution. To our knowledge, such an advance is not possible with any other biosensors and will be a focus of our future work.
In conclusion, we have shown highly sensitive and specific multiplexed detection of protein tumor markers in a matrix-insensitive assay. Using up to 64 individually addressable magnet-nanosensors, we have shown real-time measurements of protein concentrations down to the attomolar level in a variety of clinically relevant media with a linear dynamic range of over six orders of magnitude. Thus, arrays of magnetoresistive sensors offer great promise in diverse applications such as medical diagnostics, therapy, clinical research and basic science.
METHODS
Methods and any associated references are available in the online version of the paper at http://www.nature.com/naturemedicine/.
